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KODAK 9000 And KODAK 9000 3D Extraoral Imaging System



Service Guide



Notice

The Service Guide for the KODAK 9000 and KODAK 9000 3D Extraoral Imaging System includes information both

on the Panoramic features as well as the 3D features. We recommend that you thoroughly familiarize yourself with this

Guide in order to carry out any necessary intervention on this radiological unit.

The information contained in this Guide may be subject to modification without notice, justification or notification to

the persons concerned.

No part of this Guide may be reproduced without the express permission of Carestream Health, Inc.

The US Federal law restricts this device to sale by or on the order of a physician.

This document is originally written in English.

Manual Name: KODAK 9000 and KODAK 9000 3D Extraoral Imaging System, Service Guide.

Document Code: SM712

Revision Number: Edition 02

Print Date: 05/2009

The brand names and logos reproduced in this Guide are copyright.

KODAK is a trademark of KODAK used under License.



KODAK 9000 and KODAK 9000 3D Extraoral Imaging System, complies with Directive 93/42/CEE relating to

medical equipment.
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