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M4735A HeartStart XL

Defibrillator/Monitor



Notice

About This Edition



Warning



Edition 5



Radio Frequency (RF) interference

from nearby transmitting devices may

seriously degrade performance of the

M4735A HeartStart XL Defibrillator/

Monitor. Electromagnetic

compatibility with surrounding devices

should be assessed prior to using the

defibrillator.



Printed in the USA

Publication number M4735-90900

The information in this manual applies

to the M4735A HeartStart XL Release

Main 20 and earlier This information is

subject to change without notice.

Philips shall not be liable for errors contained herein or for incidental or consequential damages in connection with the

furnishing, performance, or use of this

material.



THIS PRODUCT IS NOT INTENDED

FOR HOME USE.

IN THE U.S., FEDERAL LAW

RESTRICTS THIS DEVICE TO SALE

ON OR BY THE ORDER OF A

PHYSICIAN.



Manufacturer



Edition History

Edition 1, October 1, 2000



Philips Medical Systems

3000 Minuteman Road

Andover, MA USA 01810-1099



Edition 2, February 2003

Edition 3, October 2004

Edition 4, July, 2005

Edition 5, April, 2006



Copyright



Medical Device Directive

The M4735A Defibrillator/Monitor

complies with the requirements of the

Medical Device Directive 93/42/EEC



Copyright © 2006



and carries the



Koninklijke Philips Electronics N.V



ingly.



All rights are reserved. Reproduction in

whole or in part is prohibited without

the prior written consent of the copyright holder.



Authorized EU-representative:



Use of supplies or accessories other

than those recommended by Philips

Medical Systems may compromise

product performance.



ii



0123 mark accord-



Philips Medizin Systeme Böblingen

GmbH

Hewlett Packard Str. 2

71034 Böbingen

Germany

Canada EMC:ICES-001

For the Declaration of Conformity

Statement, please see the Philips

Medical web site at

http://incenter.medical.philips.com/

PMSPublic. Scroll over the Quality and

Regulatory Tab located in the upper left

corner of the window. Click to select

Regulatory by Modality. Then click to

select Defibrillators and select the entry

for Declaration of Conformity (DoC).



China:

After sales service: Beijing MEHECOPHILIPS Medical Equipment Service

Center

After sales service address: No. 208,

2nd District, Wang Jing Li Ze Zhong

Yuan, Chao Yang District, Beijing

Postal Code: 100102

Telephone: 010-64392415

Registration Number:

SFDA(I)20043212740

Product standard number:

YZB/USA 2764-21



This manual uses the following text conventions:



Printed and On-Line

WARNING



Warning statements describe conditions or actions that can result in personal injury

or loss of life.



CAUTION



Caution statements describe conditions or actions that can result in damage to

the equipment or loss of data.



NOTE



Notes contain additional information on servicing this product.

TIP:

Tips provide hands-on insight into servicing this product.



Text



represents messages that appear on the display



Softkey



represents softkey labels that appear on the display

above or below the button to which they correspond



On-Line Only

Hypertext



represents hypertext links, which will display as blue;

click on the link to go to that destination, then click on

the destination to return.
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